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REPORT NUMBER : C0S19000494

APPLICANT NAME: One More Medikal San.Ve Tic. A.S

ADDRESS: Bahgegehir 2. Kisim Mah.10. Cad. Mefankent Sevgi Sitesi No:11 i¢ Kapi No:1
Bagaksehir/Istanbul

Tel No:0216 383 50 18
Attention: Tayfun Sakinci (tayfun@optimumkalite.com)

SAMPLE DESCRIPTION : One sample of painless night glu
DATEIN : 22 March, 2019 (08:08)
DATE OUT : 01 April, 2019

SERIAL/PARTY NO : -

This report (including any enclosures and attachments) are prepared for the exclusive use of the Customer(s) named in the report and solely for the purpose for which
it is provided and on the basis of instructions and information and/or materials supplied by Intertek’s Customer. The test results relate only to the specific items tested
and are not intended to be a recommendation for any particular course of action. Customer is responsible for acting as it sees fit on the basis of such results. Unless
Intertek provide express prior written consent, no part of this report should be reproduced, distributed or communicated to any third party. Intertek do not accept any
liability if this report is used for an alternative purpose from which it is intended, nor do Intertek owe any duty of care to any third party in respect of this report. Except
where explicitly agreed in writing, all work and services performed is governed by Intertek Standard Terms and Conditions of Service which is available on request or
can be obtained at http:/www.intertek.com/terms. Testing reports without signature are not valid.

The reported uncertainty is based on a standard uncerainty multiplied by a coverage factor k=2, providing a level of confidence of approximately 95%. The uncertainty
evaluation has been carried out in accordance with ISO/IEC 17025 and TURKAK accreditation requirements. Unless otherwise is specified, all Pass or Fail results are
given without uncertainty considered. When uncertainty is taken into account, the result may be borderiine. Borderline results need to be re-tested to determine their
disposition up to customer's decision. Opinions and interpretations expressed herein are outside the scope of TURKAK accreditation. Tests marked (*) in this test
report are not included in the TURKAK accreditation schedule for this laboratory.
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Beglim Nazh Tras Zeynep Akin
Customer Care Executive Chemical Laboratory Manager

Intertek Test Hizmetleri A.S.
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e-mail : labtest.turkey@intertek.com
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Cosmetic

Test Method

Requirements

TEST NAME

RESULT

REQUIREMENT

Arsenic(As)

In-House Test Method-
IHTM AL.2.334

Not Detected

<5 ppm

PASS

Lead (Pb)

In-House Test Method-
IHTM AL.2.334

Not Detected

<20 ppm

PASS

Cadmium (Cd)

In-House Test Method-
IHTM AL.2.334

Not Detected

<5 ppm

PASS

Antimony (Sbh)

In-House Test Method-
IHTM AL.2.334

Not Detected

<10 ppm

PASS

Mercury (Hg)

In-House Test Method-
IHTM AL.2.334

Not Detected

<1 ppm

PASS

Count

Mesophilic Aercbic Bacterial

1SO 21149

<10 cfu/g

<100 cfu/g

PASS

Content

(*)Staphylococcus aureus

ISO 22718:2015

Not Detected

Not Detected

PASS

Content

(*)Pseudomonas aeruginosa

ISO 22717:2015

Not Detected

Not Detected

PASS

(*)Candida albicans Content

ISO 18416:2015

Not Detected

Not Detected

PASS

(*)Escherichia coli Content

ISO 21150:2015

Not Detected

Not Detected

PASS

(*)Salmonelia spp. Content

EUP 2.6.13 (Edt.6.0)

Not Detected

Not Detected

PASS

pH (Direct Measurement)

In-House Test Method-
IHTM AL.2.301

*SASO-GSO-1943 — Article 4.3.1 (Table 1 — position 343)

LOD: Limit of Detection
cfu=Colony forming unit

Analysis Method and Resulis

Testing ltem Testing Method Reporting Limit
Cadmium (Cd) Content In House Test Method; microwave digestion and determined by ICP-MS 0,1 ppm

Lead (Pb) Content In House Test Method; microwave digestion and determined by ICP-MS 0,25 ppm
Mercury {Hg) Content In House Test Method; microwave digestion and determined by ICP-MS 0,025 ppm
Arsenic (As) Content In House Test Method; microwave digestion and determined by ICP-MS 0,25 ppm
Antimony (Sb) Content In House Test Method; microwave digestion and determined by ICP-MS 0.5 ppm
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PARABENS

IHTM AL.2.072 refer to European Directive 96/45/EC by High Performance Liquid Chromatography (HPLC)

Name CAS No Resuit Requirement
2-Phenoxyethanol (Phenoxyethanol) 17 Not Detected Max 1%
1-Phenoxypropan-2-ol (Phenoxyisopropanol) 731 Not Detected Max 1%
Methyl 4-hydroxybenzoate (Methyl Paraben) 20 Not Detected Max 0.4%
Ethyl 4-hydroxybenzoate (Ethyl Paraben) 65 Not Detected Max 0.4%
n-propy! 4-hydroxybenzoate (Propyl Paraben) 78 Not Detected Max 0.14%
Ipsggrggz;—4—hydroxybenzoate (Isopropyl 4113 Not Detected Not Detected
n-butyl 4-hydroxybenzoate (Butyl Paraben) 60 Not Detected Max 0.14%
Benzyl 4-hydroxybenzoate (Benzyl Paraben) 68 Not Detected Not Detected
Isobutyl 4-hydroxybenzoate (Isobutylparaben) 4242 Not Detected Not Detected

Detection Limit: 0.05%
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